
American Journal of Ophthalmology Case Reports 20 (2020) 100890

Available online 20 August 2020
2451-9936/© 2020 The Authors. Published by Elsevier Inc. This is an open access article under the CC BY-NC-ND license
(http://creativecommons.org/licenses/by-nc-nd/4.0/).

A pinhole implant to correct postoperative residual refractive error in an RK 
cataract patient 

Hyeck-Soo Son, Ramin Khoramnia, Christian Mayer, Grzegorz Labuz, Timur M. Yildirim, 
Gerd U. Auffarth * 

David J. Apple International Laboratory for Ocular Pathology, International Vision Correction Research Centre (IVCRC), Department of Ophthalmology, University of 
Heidelberg, Heidelberg, Germany   

A R T I C L E  I N F O   

Keywords: 
Pinhole sulcus lens 
Residual refraction 
Radial keratotomy 

A B S T R A C T   

Purpose: To report the clinical outcomes after implantation of a pinhole supplementary implant (Xtrafocus, 
Morcher GmbH, Stuttgart, Germany) to correct fluctuating residual refraction after cataract surgery in a patient 
with a history of radial keratotomy (RK). 
Observations: A 62-year-old patient who had radial keratotomy 22 years earlier, underwent uneventful bilateral 
cataract surgery using the ASCRS IOL-Calculator for post-RK. Postoperatively, the patient showed fluctuating 
subjective manifest refraction (MR) on both eyes. To correct the large fluctuating residual refractive error and 
subjectively worse visual acuity, Xtrafocus IOL was implanted in the right eye. One week later, the uncorrected 
distance visual acuity (UDVA) was already 0.1 logMAR and the patient stated to have stable vision. Three months 
after Xtrafocus implantation, the UDVA was − 0.04 logMAR which did not improve with MR and the patient 
expressed high satisfaction, good subjective binocular contrast sensitivity, comparable visual field outcomes, and 
an elongated depth of focus. 
Conclusions and Importance: The pinhole sulcus implant not only helped eliminate the fluctuation in residual 
refraction after cataract surgery, but also provided an elongated depth of focus without greatly affecting the 
visual field. The supplementary implantation of the Xtrafocus lens can offer an effective option for the treatment 
of instable refractive errors after cataract surgery in patients with a history of corneal surgery.   

1. Introduction 

Radial keratotomy (RK) is a corneal refractive technique that was 
developed by Fyodorov et al.1 in the 1970s, but today the procedure is 
seldom performed. It involved placement of up to 16 radial incisions on 
the cornea to achieve a central flattening and reduction of the corneal 
power, thereby treating refractive errors. However, as the surgery was 
associated with a number of postoperative complications,2,3 it became 
replaced by more modern and predictable refractive procedures such as 
laser-assisted in situ keratomileusis (LASIK), laser epithelial keratomil-
eusis (LASEK), or implantation of phakic intraocular lenses (PIOLs). 

Today, surgeons face a particular challenge when patients who had 
been previously treated with RK present with symptomatic cataracts. 

The cornea’s impaired stability may result in an intraoperative RK scar 
dehiscence4 or in a postoperative fluctuation in refractive error despite 
careful IOL power calculation.5 

In cases of residual refraction, treatment options are also rather 
limited as the cornea had already been treated.6,7 Supplementary im-
plantation of a sulcus-fixated supplementary IOL can be an option in 
such patients.8 In this study, we report the clinical outcomes after im-
plantation of a sulcus-fixated pinhole lens to address the fluctuating 
residual refractive error after cataract surgery in a patient who had 
previously received bilateral RK. 
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1.1. Case report 

A 62-year-old male patient presented to our clinic with progressive 
worsening of vision in both eyes. He reported undergoing RK 22 years 
ago to correct myopia (initially approximately − 6.0 D). On the right eye, 
UDVA was 0.6 logMAR and CDVA 0.4 logMAR with a MR of +4.00 DS/- 
2.00 DC x 82◦. On the left eye, UDVA was 1.7 logMAR and CDVA 0.1 
logMAR with a MR of +7.50 DS/-2.00 DC x 162◦. The biometry data are 
presented in Table 1. Bilateral slit-lamp examination of the anterior 
segment revealed eight radial corneal incisions and cortico-nuclear 
cataract. Other than glaucomatous excavation of the optic nerves 
(cup-to-disc ratio of 0.6–0.7), the posterior segment did not show any 
pathological findings. Ocular dominance testing showed left eye domi-
nance. The corneal topography using Pentacam (Version 6.09r39, 
OCULUS Optikgeräte GmbH, Wetzlar, Germany) (Fig. 1) showed central 
flattening of the cornea on both eyes. 

Cataract surgery was recommended and performed on both eyes 
with no intraoperative complications. The ASCRS IOL Calculator 
(Version 4.8) for post-RK eyes was used to calculate the appropriate IOL 
power. On the right eye, the mean IOL power suggested by the ASCRS 
IOL Calculator was 29.38 D (Table 2) and a monofocal aspheric IOL 
(TECNIS® PCB00, Johnson&Johnson Vision, Jacksonville, FL, USA) 
with a power of 29.0 D (target refraction of +0.18 D) was implanted. On 
the left eye, the mean IOL power suggested by the ASCRS IOL Calculator 
was 29.25 D (Table 2) and the same monofocal lens with a power of 29.0 
D (target refraction of − 0.32 D) was implanted. 

Four months after cataract surgery, the UDVA values were 0.34 and 
0.38 logMAR on right and left eyes, respectively. However, both eyes 
showed considerable fluctuation in subjective refraction (Table 3). Im-
plantation of a monofocal or toric supplementary IOL was planned to 
address the subjectively worse visual acuity and the considerable fluc-
tuation in manifest refraction on the right eye. As the subjective 
refraction did not stay stable over more than three consecutive attempts 

Table 1 
Biometry data before cataract surgery.   

Right Eye Left Eye 

Keratometry (D)  
D1 29.97 at 49◦ 30.66 at 166◦

D2 32.17 at 139◦ 32.35 at 76◦

Cylinder (D) − 2.20 at 49◦ − 1.69 at 166◦

Anterior Chamber Deptha (mm) 3.00 3.22 
Axial Length (mm) 26.45 26.52  

a From corneal epithelium to lens. 

Fig. 1. Corneal topography of both eyes with considerably flattened central cornea after radial keratotomy.  

Table 2 
Calculated intraocular lens powers.   

IOL Power (D) 

Right Eye Left Eye 

ASCRS IOL-Calculator 
based on IOLMaster 29.71 28.87 
based on Barrett-True K 29.05 29.64 
Mean IOL Power 29.38 29.25 
IOLMaster 700 
Holladay 1 26.50 25.50 
SRK/T 25.50 25.00 
Holladay 2 26.50 26.00 
Haigis 29.00 28.50  

Table 3 
Fluctuation in manifest refraction after cataract surgery.  

Time after cataract 
surgery 

Manifest Refraction with Visual Acuity (logMAR) 

Right Eye Left Eye 

4 Months +1.00–1.00 × 30◦ (0.16) +1.50–3.75 × 165◦ (0.04) 
7 Months +0.75–1.00 × 70◦ (0.10) +1.00–1.00 × 30◦ (0.10) 
9 Months +2.00–1.00 × 63◦ (0.10) +1.75–3.00 × 165◦ (0.10) 
11 Months +2.00–1.00 × 63◦ (0.10) +1.00–2.00 × 167◦ (0.10) 
12 Months +0.75–1.50 × 58◦ (0.10) +1.00–2.75 × 168◦ (0.10)  

Fig. 2. Slit-lamp photograph of the Xtrafocus supplementary implant (white 
arrow) in front of a monofocal intraocular lens (white arrowhead). 
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at several different time periods, an accurate secondary IOL power 
calculation could not be performed. Therefore, we recommended a 
secondary implantation of the sulcus-fixated pinhole Xtrafocus lens 
(Morcher GmbH, Stuttgart, Germany), for which a stable MR is not 
needed as the pinhole lens has no power. This was performed without 
any intraoperative complications. Following the manufacturer’s rec-
ommendations, the supplementary lens was implanted in a vertical 
position, with points of maximum haptic extension at 6 and 12 o’clock 
(Fig. 2). Three-months after the Xtrafocus lens implantation, the UDVA 
on the right eye was − 0.04 logMAR and subjective refraction did not 
improve the visual acuity. The posterior segment could be visualized 
without any difficulty (Fig. 3). Fig. 4 shows the monocular uncorrected 
defocus curve of the right eye. The visual field examination results using 
the Octopus 900 perimeter (PeriData for Windows 3.5; Haag-Streit 
Deutschland GmbH, Wedel, Germany) at 3-months postoperatively are 
shown in Fig. 5. The contrast sensitivity testing outcomes using the CSV- 
1000E (VectorVision, Greenville, OH, USA) at 3-months postoperatively 

are shown in Fig. 6. 
Overall, the patient expressed high satisfaction and good binocular 

uncorrected visual acuity, stating that he no longer desires a correction 
for the left eye. 

2. Discussion 

We implanted the Xtrafocus lens to address the fluctuating residual 
refractive error after cataract surgery in a patient who had undergone 
RK. 

Residual refractive errors are frequently seen after RK5,7,9 and 
numerous studies have looked into the possible causes. There are reports 
of post-RK patients showing diurnal variations in refraction, which 
would mean that multiple refraction attempts at different time of the 
day would be necessary to achieve accurate results.10 Delayed wound 
healing or intraoperative opening of the radial incisions have also been 
discussed as possible factors.9,11 The radial incisions are intended to 
alter (and flatten) the cornea and the resulting structural instability and 
can induce higher-order aberrations, undermining the visual quality.12 

In addition, performing a cataract surgery may further flatten the central 
cornea and amplify the hyperopic shift.11,13 

The main challenge, however, lies in the biometric inaccuracy of 
measuring a cornea with surgically altered curvature.7,11,12 As the radial 
incisions cause central flattening of the cornea, the corneal refractive 
power is often overestimated, leading to underestimation of the IOL 
power which in turn can lead to hyperopic surprises.7,11–13 Likewise, a 
precise prediction of the effective lens position can be difficult.11–13 

Therefore, usage of the correct IOL formula is crucial in achieving 
optimal refractive results. The ASCRS post-RK calculator7,14 or the 
Holladay II formula based on the Holladay IOL Consultant software12 

have proved useful. While biometry data prior to RK can help optimize 
the IOL power estimation, often these are not available.7 In this study, 
we used the ASCRS post-RK calculator to calculate the appropriate lens 
power, and it suggested 29.38 D and 29.25 D, respectively, for right and 
left eyes. These were higher values than those indicated by the Holladay 
1, SRK®/T, Holladay 2, or the IOL-Master 700 formulae; suggesting that 
these calculations would have led to a greater postoperative hyperopic 
shift (Table 2). Interestingly, the Haigis formula provided values that 
were similar to those suggested by the ASCRS calculator (Table 2). 

Despite meticulous preoperative planning, surgeons may still be 
confronted by residual, postoperative refractive errors and it was the 
case in this patient, who showed a considerable fluctuation in refraction 
on both eyes even one year after cataract surgery (Table 3). There are 

Fig. 3. Fundus photograph of the right eye three months after implantation of 
the Xtrafocus supplementary implant. 

Fig. 4. Monocular uncorrected defocus curve three months after implantation of the Xtrafocus implant.  
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Fig. 5. Visual field results of both eyes three months after Xtrafocus implantation.  
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different approaches to address this complication. One may consider a 
laser refractive surgery for a corneal “touch-up”.6,14 This is deemed to be 
accurate, has high predictability and as it is not an intraocular procedure 
it avoids the risks of an invasive procedure.14,15 However, in post-RK 
patients, considering the fact that the cornea had already been treated 
this option is possible yet challenging.16 This leaves the options of IOL 
exchange or secondary implantation of a supplementary lens into the 
sulcus.7,14 While the former always remains a possibility, it is more 
invasive and bears the risk of intraoperative complications such as 
capsular bag rupture or zonular damage.17 The latter, in contrast, is 
relatively easy perform, more accurate, and even reversible.14,17 

In contrast to “piggybacking” of IOLs, the idea of which was to 
implant a second standard IOL in the capsule anterior to an already- 
implanted IOL,18,19 supplementary IOLs are designed to be implanted 
into the sulcus and not the capsular bag.20 In Europe, such supplemen-
tary IOLs have been already available for ten years21 and they are spe-
cifically intended to avoid complications that were related to piggyback 
IOLs, such as glaucoma, pigmentary dispersion, or inter-lenticular opa-
cification (ILO), thanks to their convex-concave optic configuration to 
broaden the space between the two IOLs for ILO prevention, large 
diameter to avoid optic capture or decentration, and rounded edge 
profile to minimize the risk of contact between the iris and the IOL.20 

Studies have reported the clinical efficacy of such supplementary 
IOLs.7,22–25 Basarir et al. implanted sulcus-fixated supplementary IOLs 
in 10 eyes of 10 patients to correct pseudophakic refractive errors and 
reported that all were within ±0.50 D of emmetropia and showed stable 
refraction in a follow-up period of up to 15 months.22 We implanted a 
Rayner 653L supplementary IOL to treat a residual refractive error of 
+5.00 DS/-1.00 DC x 45◦ after cataract surgery in an RK patient and 
observed good results, achieving CDVA of 0.10 logMAR with a MR of 
0.00 DS/-0.50 DC x 60◦ at 3 months postoperatively.7 Multifocal sup-
plementary IOLs can also be an option for patients who desire to be 
spectacle-independent after cataract surgery with monofocal IOLs.23–26 

Khan et al. implanted a bifocal Sulcoflex IOL in pseudophakic patients 
and reported UDVA of 0.1 logMAR or better and UNVA of N6 (Jaeger 4) 
or better (four eyes of four patients).23 As part of a duet-procedure,25 we 
implanted monofocal IOLs together with trifocal supplementary Sulco-
flex IOLs in an 18-year-old patient who had bilateral cataract due to 
hyperferritinemia cataract syndrome and observed uncorrected binoc-
ular far (6 m), intermediate (80 cm), and near visual acuity (40 cm) 
values of 0.0 logMAR, 0.0 logMAR, and 0.0 logMAR, respectively, at 
3-months postoperatively.26 

In the present case, we corrected the residual refractive error by 
implanting the Xtrafocus lens, which is an open-loop lens with an optic- 

haptic angulation of 14◦, and a 6.00 mm black occluded optic that has a 
pinhole 1.3 mm central opening. The lens is based on the well- 
established optical principles of a pinhole, which prevents the periph-
eral light rays from entering the eye and minimizes the effects of optical 
aberrations, increasing the visual quality and depth of focus.27 As a 
supplementary lens, the Xtrafocus lens also has specific features to 
prevent complications related to piggyback IOLs, which were elaborated 
in detail in a previous study.28 

Trindade et al. implanted the Xtrafocus sulcus implant in pseudo-
phakic patients with irregular corneal astigmatism resulting from ker-
atoconus, traumatic corneal laceration, RK, and penetrating 
keratoplasty, and observed statistically significant improvement of 
median CDVA from 20/200 (range 20/800 to 20/60) preoperatively to 
20/50 (range 20/200 to 20/20) in mean follow-up period of 22.1 
months (24 eyes of 21 patients).28 In our case, the Xtrafocus IOL was 
chosen for this patient for two main reasons: first, while implantation of 
other supplementary multifocal lenses would also have been possible, 
stable MR values are necessary to calculate the exact IOL power. 
Implanting such lenses in a patient with unstable refraction may lead to 
another postoperative residual refractive error. A pinhole lens, on the 
other hand, has no dioptric power and is therefore less dependent on the 
stability of subjective refraction. Secondly, a pinhole optic’s high 
tolerance to corneal aberrations and astigmatism can also be advanta-
geous in cases of fluctuating refraction.28–31 

Three months after implantation of the Xtrafocus lens, our patient no 
longer showed any residual refractive error, with UDVA of − 0.04 log-
MAR. The pinhole IOL also provided an elongated depth of focus, with 
visual acuity of 0.2 logMAR or better from +3.0 to − 2.0 D (Fig. 4). There 
are currently no peer-reviewed studies with visual field results after 
implantation of the Xtrafocus IOL. In a video presented at the Annual 
Meeting of the ASCRS in 2017, Trindade et al. reported that the Xtra-
focus lens led to a slight reduction of overall sensitivity of approximately 
2 dB, which was of no clinical relevance (24 eyes with mean follow-up 
time of 22 months).32 Tsaousis et al. hypothesized that the size of the 
central opening in Xtrafocus IOL may not be small enough to cause 
significant visual field loss.33 Our results did not show any apparent 
changes in the visual field secondary to the pinhole lens implantation, 
with equal mean defect (MD) values of − 4.3 dB on both eyes (Fig. 5). In 
our patient, the central 1.3 mm opening allowed for a good visualization 
of the posterior segment (Fig. 3). However, it cannot be ruled out that a 
pinhole implant may hinder detailed assessment of pathologies in pe-
ripheral retina. 

Our patient’s photopic (Fig. 6A) and mesopic (Fig. 6B) contrast 
sensitivity levels were partially below the normative values of phakic 

Fig. 6. Photopic (A) and mesopic (B) contrast sensitivity levels of both eyes compared to normative values of phakic population three months after Xtrafocus 
implantation in the right eye. Cpd = cycles per degree. 
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population in both eyes. While reduced contrast sensitivity is also a 
known complication after RK,34 it has been reported that objective 
measurement of contrast levels after RK does not always reflect the 
patients’ actual visual perception in daily life.34 There are also no 
studies that assessed the contrast sensitivity levels after Xtrafocus lens 
implantation in pseudophakic patients after RK for comparison. Agarwal 
et al. reported implanting the Xtrafocus lens in a pseudophakic patient 
for correction of residual irregular astigmatism and traumatic mydri-
asis.35 At one-week postoperatively, the UDVA improved from 20/100 
preoperatively to 20/30, and uncorrected intermediate and near visual 
acuities were to 20/40 and J4, respectively.35 However, the patient 
complained of such poor vision in dim illumination, so that the sulcus 
implant had to be explanted again.35 In our study, the patient did 
indicate monocularly reduced vision on the right eye especially at night, 
but he stated that he can still see well binocularly and did not wish an 
explantation. 

3. Conclusions 

The supplementary implantation of the Xtrafocus pinhole device not 
only led to correction of postoperative fluctuation in residual refraction 
after cataract surgery, but also provided an elongated depth of focus 
without greatly affecting the visual field or contrast sensitivity. There-
fore, this technique presents an effective option for treatment of instable 
refractive errors after cataract surgery in patients with a history of 
corneal refractive surgery. 

Patient consent 

Patient consent to publish this case report was not obtained. This 
report does not contain any information that could lead to identification 
of the patient. Retrospective review of this case report was done in 
accordance with the Declaration of Helsinki. 
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20. Manzouri B, Dari M, Claoué C. Supplementary IOLs: monofocal and multifocal, their 
applications and limitations. Asia Pac J Ophthalmol (Phila). 2017;6:358–363. 

21. Kahraman G, Amon M. New supplementary intraocular lens for refractive 
enhancement in pseudophakic patients. J Cataract Refract Surg. 2010;36(7): 
1090–1094. 

22. Basarir B, Kaya V, Altan C, Karakus S, Pinarci EY, Demirok A. The use of a 
supplemental sulcus fixated IOL (HumanOptics Add-On IOL) to correct 
pseudophakic refractive errors. Eur J Ophthalmol. 2012 Nov-Dec;22(6):898–903. 

23. Khan MI, Muhtaseb M. Performance of the Sulcoflex piggyback intraocular lens in 
pseudophakic patients. J Refract Surg. 2011 Sep;27(9):693–696. 

24. Huerva V. Piggyback multifocal IOLs for a hyperopic-presbyopic surprise after 
cataract surgery in high myopic patients. Contact Lens Anterior Eye. 2014;37:57–59. 

25. Yildirim TM, Auffarth GU, Son HS, Mayer CS, Tandogan T, Khoramnia R. [Duet 
Procedure in High Myopia to Achieve Reversible Multifocality]. [Article in German]. Klin 
Monbl Augenheilkd; 2019 Jul 2. https://doi.org/10.1055/a-0916-8780. 

26. Khoramnia R, Yildirim TM, Son HS, Labuz G, Mayer CS, Auffarth GU. [Duet 
procedure to achieve reversible trifocality]. [Article in German]. Ophthalmologe. 
2020 Apr 15. https://doi.org/10.1007/s00347-020-01096-4. 

27. Charman WN. Pinholes and presbyopia: solution or sideshow? Ophthalmic Physiol 
Optic. 2019;39:1–10. 

28. Trindade CC, Trindade BC, Trindade FC, Werner L, Osher R, Santhiago MR. New 
pinhole sulcus implant for the correction of irregular corneal astigmatism. J Cataract 
Refract Surg. 2017;43:1297–1306. 

29. Son HS, Yildirim T, Khoramnia R, Labuz G, Mayer C, Auffarth GU. Implantation of a 
small-aperture intraocular lens and a partial aniridia implant in eyes with traumatic 
iris defects. Am J Ophthalmol Case Rep. 2020;18:100673. 

30. Ang RE. Comparison of tolerance to induced astigmatism in pseudophakic eyes 
implanted with small aperture, trifocal, or monofocal intraocular lenses. Clin 
Ophthalmol. 2019;13:905–911. 

31. Son HS, Khoramnia R, Yildirim TM, Baur I, Labuz G, Auffarth GU. Functional 
outcomes and reading performance after combined implantation of a small-aperture 
lens and a segmental refractive bifocal lens. J Refract Surg. 2019;35:551–558. 

32. Trindade CLC, Trindade FC, Trindade BC. Tiny hero against the evil axis. Video 
presented at the annual meeting of the American society of cataract and refractive 
surgery (ASCRS). , Los Angeles, CA, USA. Available at: http://ascrs2017.conferenc 
efilms.com/abstractawards.wcs ; 2017. 

33. Tsaousis KT, Werner L, Trindade CLC, Guan J, Li J, Reiter N. Assessment of a novel 
pinhole supplementary implant for sulcus fixation in pseudophakic cadaver eyes. 
Eye. 2018;32:637–645. 

34. Ghaith AA, Daniel J, Stulting RD, Thompson KP, Lynn M. Contrast sensitivity and 
glare disability after radial keratotomy and photorefractive keratectomy. Arch 
Ophthalmol. 1998;116:12–18. 

35. Agarwal P, Navon SE, Subudhi P, Mithal N. Persistently poor vision in dim 
illumination after implantation of Xtrafocus small-aperture IOL (Morcher). BMJ Case 
Rep. 2019;12(11), e232473. https://doi.org/10.1136/bcr-2019-232473. pii. 

H.-S. Son et al.                                                                                                                                                                                                                                  

http://refhub.elsevier.com/S2451-9936(20)30205-X/sref1
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref1
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref1
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref1
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref2
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref2
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref2
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref3
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref3
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref3
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref4
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref4
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref5
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref5
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref5
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref6
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref6
https://doi.org/10.1055/a-0916-8816
https://doi.org/10.1055/a-0916-8816
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref8
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref8
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref8
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref9
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref9
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref9
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref10
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref10
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref10
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref11
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref11
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref12
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref12
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref13
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref13
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref13
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref14
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref14
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref15
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref15
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref15
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref16
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref16
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref16
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref17
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref17
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref17
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref18
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref18
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref19
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref19
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref19
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref20
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref20
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref21
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref21
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref21
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref22
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref22
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref22
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref23
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref23
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref24
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref24
https://doi.org/10.1055/a-0916-8780
https://doi.org/10.1007/s00347-020-01096-4
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref27
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref27
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref28
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref28
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref28
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref29
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref29
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref29
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref30
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref30
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref30
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref31
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref31
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref31
http://ascrs2017.conferencefilms.com/abstractawards.wcs
http://ascrs2017.conferencefilms.com/abstractawards.wcs
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref33
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref33
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref33
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref34
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref34
http://refhub.elsevier.com/S2451-9936(20)30205-X/sref34
https://doi.org/10.1136/bcr-2019-232473

	A pinhole implant to correct postoperative residual refractive error in an RK cataract patient
	1 Introduction
	1.1 Case report

	2 Discussion
	3 Conclusions
	Patient consent
	Acknowledgements and disclosures
	References


